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Abstract There is a wide range in performance for cochlear implant (CI) users and 
there is some evidence to suggest that implant fitting can be modified to improve 
performance if electrodes that do not provide distinct pitch information are de-acti-
vated. However, improvements in performance may not be the same for users of 
all CI devices; in particular for those with Cochlear devices using n-of-m strategies 
(ACE or SPEAK).
The goal of this research was to determine for users of Cochlear devices (CP810 
or CP900 series processors) if speech perception could be improved when indis-
criminable electrodes were de-activated and this was also compared to when the 
same number of discriminable electrodes were de-activated.
A cross-over study was conducted with 13 adult CI users who received experi-
mental maps with de-activated channels for a minimum of 2 months and these were 
compared to optimised clinical maps.
The findings showed that there were no significant benefits of electrode de-
activation on speech perception and that there was a significant deterioration in 
spectro-temporal ripple perception when electrodes were switched off. There were 
no significant differences between de-activation of discriminable or indiscriminable 
electrodes.
These findings suggest that electrode de-activation with n-of-m strategies may 
not be beneficial.
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1  Introduction
Various approaches have been explored to look at the effects of re-mapping co-
chlear implants (CIs) to overcome the problems associated with neural dead regions 
or poor electrode placement (electrode-neuron interface (ENI)). The mapping in-
terventions have typically explored ways to identify electrodes for de-activation 
using Computerized Tomography (CT), threshold profiling with focussed stimula-
tion, detection of modulation and pitch-based electrode discrimination. Electrodes 
indicated as being in a region with a poor ENI have typically been deactivated with 
the intention of improving spectral resolution by reducing overlapping electrode 
stimulation patterns.
If a poor ENI arises due to an underlying neural dead region, the transmission 
of information in that frequency channel could be impeded; if a poor ENI arises 
due to the presence of broad electrical fields, this will lead to corruption of channel 
specific information. For both cases it could be beneficial to deactivate electrodes, 
however when doing so frequency information is re-allocated to other electrodes 
making analysis bands broader and distorting frequency-to-electrode mapping. 
These effects are small for individual electrode deactivation but can be substantial 
for deactivation of multiple electrodes, potentially resulting in poorer precision of 
information transmission; a completely opposite effect to that intended.
Some n-of-m (n channels with highest input amplitudes stimulated out of a pos-
sible m channels; e.g. ACE (8-of-22) or SPEAK) strategies may not benefit from 
deactivation of electrodes due to the simplification of the information delivery al-
ready inherent in the strategy.
The findings from electrode deactivation studies are mixed. Noble et al. (2014) 
used a CT-guided technique in which pre- and post-operative scans were used to 
determine the electrode positioning with respect to the modiolus. Poorly positioned 
electrodes were deactivated and additional mapping adjustments made. Assess-
ments were conducted at baseline and following a 3–6 week exposure period with 
the adjusted map. Learning effects were not accounted for. Thirty-six out of 72 
(50 %) participants demonstrated a benefit on one outcome measure (CNC words, 
AzBio sentences (quiet, +10 dB, +5 dB signal-to-noise ratio (SNR)) and BKBSin), 
17 had a significant degradation in performance (24 %), three cochlear users had 
mixed results (4 %) and the final 16 participants did not demonstrate any effect of 
the de-activation (22 %). When broken down by device, the results showed signifi-
cant benefit on one measure for 16 out of 26 AB and MEDEL users (62 %; seven 
showed significant deterioration) and 20 out of 46 Cochlear users (44 %; ten showed 
significant deterioration and three a mixture of significant deterioration and signifi-
cant improvement). Overall the results demonstrated significant improvements in 
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speech understanding in quiet and noise for re-mapped participants, with no par-
ticular test exhibiting the greatest improvements. Cochlear users were less likely to 
benefit from electrode deactivation than users of the other devices. As speculated 
earlier it could be that the n-of-m strategies used in the Cochlear device may be less 
sensitive to channel overlap effects because not all channels are stimulated in each 
cycle.
Zwolan et al. (1997) assessed users of an older generation Cochlear device (Mini-
22) stimulated in bipolar mode using an MPEAK sound processing strategy. They 
demonstrated positive results when deactivating electrodes based on pitch discrimi-
nation. Testing was acute with care to randomise between clinical and experimental 
maps in the assessment, but the experimental map exposure was far briefer than 
that of the clinical map. They found significant improvements in speech perception 
in at least one speech test for seven out of nine participants; while two participants 
showed a significant decrease on at least one speech test. This study demonstrated 
some benefit from channel deactivation for Cochlear users; however the MPEAK 
strategy was based on feature extraction and not n-of-m.
Work by Saleh (Saleh et al. 2013; Saleh 2013) using listeners with more up-to-
date sound processing strategies also demonstrated positive findings when deac-
tivating electrodes. They based channel selection on acoustic pitch ranking. Elec-
trodes were identified for deactivation if they did not provide distinct or tonotopic 
pitch information. Twenty-five participants were enrolled. They received take-
home experimental maps for a 1-month time period before being assessed. Assess-
ments were conducted with the clinical map at baseline and again following experi-
ence with the experimental map. They found statistically significant improvements 
for electrode deactivation on speech perception tests for 16 of the 25 participants 
(67 %). For the Cochlear users 56 % (five out of nine) gained benefit compared to 
69 % for the AB and MED-EL users (11 out of 16). Participant numbers were small 
but there was a trend for fewer Cochlear users to benefit compared to other devices; 
similar to that observed in Noble et al. (2014).
Garadat et al. (2013) deactivated electrodes based on modulation detection in 
a group of ACE users. Up to five electrodes were switched off and they were se-
lected such that only individual non-adjacent contacts were deactivated to avoid 
large regions being switched off. Following deactivation they demonstrated signifi-
cant benefit for consonant perception and CUNY sentences in speech-shaped noise 
(8 out of 12 showed benefit) but demonstrated a deterioration in performance for 
vowel perception (7 out of 12 showed degradation). Testing was acute so learning 
effects were not controlled for and listeners were not given time to adapt to the 
experimental maps; with further experience and acclimatisation users may have 
performed better on the vowel task, particularly because it is known that vowel 
perception is sensitive to filtering adjustments (Friesen et al. 1999). These findings 
are potentially positive for ACE users but without a control condition they are not 
definitive proof.
Some researchers have not observed benefit from electrode deactivation and 
have even demonstrated potentially deleterious effects for Cochlear device users. 
Henshall and McKay (2001) used a multidimensional scaling technique to identify 
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and deactivate electrodes having non-tonotopic percepts. They did not find an im-
provement in speech perception when channels were switched off and hypothesized 
that this could be due to the shift in frequency-to-electrode allocation produced by 
clinical software when electrodes are deactivated; particularly in the apical region.
The findings from different deactivation studies are inconclusive, partly due to 
the difficulties of comparing experimental to clinical maps that the CI users had 
adapted to and partly due to the impact that deactivating channels can have on other 
factors (e.g. rate of stimulation; filter-frequency allocation) which differ between 
devices and sound processing strategies. There is a trend suggesting that deactivat-
ing electrodes may be less effective for ACE or SPEAK users than for the CIS based 
sound processing strategies incorporated in AB or MEDEL devices.
The goal of this research was to explore the impact of electrode deactivation for 
adult users of the ACE strategy ensuring that participants received sufficient adap-
tation time with experimental maps and that learning effects were controlled for. 
Additionally participants’ clinical maps were optimised to ensure comparisons were 
made with an optimal control condition. A pitch ranking task was used to identify 
indiscriminable electrodes for deactivation and an additional control condition was 
included in which discriminable electrodes were deactivated to determine if any 
benefits observed were due to switching off electrodes with a poor ENI or just due 
to having fewer channels.
The research objectives were:
1. To determine if deactivating electrodes that are indiscriminable based on pitch 
ranking leads to significant changes in speech perception for adult ACE users 
when compared to an optimised clinical map.
2. To determine if deactivating the same number of discriminable electrodes leads 
to significantly different performance to the deactivation of indiscriminable 
electrodes.
2  Method
2.1  Ethics Approval
Research was ethically approved by National Research Evaluation Service (PRSC 
23/07/2014).
2.2  Participants
Thirteen post-lingually deafened adult ACE users with Cochlear CP810 or CP900 
series devices were recruited. Individuals with ossification or fibrosis were ex-
cluded and participants had to have a minimum of 12 months CI experience and 
119Deactivating Cochlear Implant Electrodes Based on Pitch Information …
primarily speak English. Median age was 67 years (range 36–85 years); the median 
length of CI use was 2 years (mean 4 years). Median duration of severe-to-profound 
deafness prior to surgery was 4 years (mean 2 years).
2.3  Study Design
A crossover single-blinded (participant unaware of mapping interventions) ran-
domised control trial was conducted. Prior to starting each participant had their 
clinical map optimised by adjusting individual channel levels and they received a 
minimum of 1 month acclimatisation to this optimised map. The crossover study 
used an A-B-B-A/B-A-A-B design in which map A had indiscriminable electrodes 
deactivated and map B had an equal amount of discriminable electrodes deactivated.
2.4  Equipment
For the majority of the assessments the sound processor was placed inside an Oto-
cube; a sound proof box designed for testing CI users to simulate listening over a 
loudspeaker in a sound treated room. Stimulus delivery and collection of responses 
was controlled using a line in from a laptop to the Otocube and sounds were present-
ed over the Otocube loudspeaker positioned at 0 ° azimuth to the sound processer.
The direct stimulation pitch-ranking task was conducted using the Nucleus Im-
plant Communicator (NIC) to send stimuli directly to individual electrodes.
2.5  Test Materials
CHEAR Auditory Perception Test (CAPT)
The CAPT was used because it is sensitive to spectral differences in hearing aid 
fitting algorithms (Marriage et al. 2011) and was known to be highly repeatable 
(inter-class correlation of 0.70 for test and re-test conditions; Vickers et al. 2013).
The CAPT is a four-alternative-forced-choice monosyllabic word-discrimina-
tion test spoken by a female British English speaker. It contained ten sets of four 
minimally-contrastive real words; eight sets with a contrastive consonant, e.g. fat, 
bat, cat, mat and two sets with a contrastive vowel, e.g. cat, cot, cut, cart. The partic-
ipant selected from four pictures on a computer screen. The d’ score was calculated.
Stimuli were presented at 50 dBA in quiet; a level selected in pilot work because 
it resulted in performance falling on the slope of the psychometric function.
Children’s Coordinate Response Measure (CCRM)
The adaptive CCRM was based on the test developed by Bolia et al. (2000) and 
Brungart (2001). It was used because of low contextual cues, and ease of task.
120 D. Vickers et al.
Each stimulus sentence took the form:
‘Show the dog where the (colour) (number) is?’: e.g. ‘show the dog where the 
green three is?’
There were six colour options (blue, black, green, pink, red and white) and eight 
possible numbers (1–9, excluding 7). Stimuli were spoken by a British female 
speaker.
Two different maskers were used: 20-talker babble (created by modulating a 
speech-shaped noise with the amplitude envelope of male sentences) or speech-
shaped noise (average long-term spectrum of the sentences). Random sections of 
the noise were selected on each trial.
The sentences were presented at 65 dBA and the noise adjusted adaptively 
(2-down/1-up) on the basis of whether or not both the colour and number were 
identified correctly. Initial step size was 9 dB, and decreased after two reversals to 
3 dB. A further four reversals were run and averaged to obtain the speech reception 
threshold (SRT), but no test was longer than 26 trials.
Spectral-Temporally Modulated Ripple Task (SMRT)
The SMRT was used to assess spectral resolution. The SMRT test was chosen over 
other spectral ripple tasks, because it avoided potential confounds such as loudness 
and edge-frequency cues whilst still being sensitive to spectral resolution (Aronoff 
and Landsberger 2013).
Stimuli were 500 ms long with 100 ms ramps, nonharmonic tone complexes with 
202 equal amplitude pure-tone frequency components, spaced every 1/33.3 octave 
from 100 to 6400 Hz. The amplitudes of the pure tones were modulated by a sine 
wave with a 33 % modulation depth. A three-interval, two-alternative forced choice 
task was used, with a reference stimulus of 20 ripples per octave (RPO) presented 
at 65 dBA. The target stimulus initially had 0.5 RPO and the number of ripples 
was modified using a 1-up/1-down adaptive procedure with a step size of 0.2 RPO. 
The test was completed after ten reversals, the last six reversals were averaged to 
calculate the threshold.
Pitch Ranking Approaches
The determination of discriminable and indiscriminable electrodes was based on 
two approaches, acoustic tones presented at the centre frequency of a filter via the 
System for Testing Auditory Responses (STAR; Saleh et al. 2013) and direct stimu-
lation with biphasic pulses delivered using the NIC.
The pitch ranking task was the same for both approaches. A two-interval two-
alternative forced choice paradigm was used. A single presentation consisted of 
two intervals in which the higher tone was randomly assigned to either the first or 
second interval, and the listener indicated which interval sounded higher in pitch. 
The 2 tones/pulses were presented sequentially with duration of 1000 ms and were 
500 ms apart. Five pairs of tones/pulses were initially presented and responses re-
corded. If the participant got all five correct the pair was considered discriminable. 
If they scored less than five a further five presentations were given and scored. If 
the participant got eight out of ten presentations correct the pair passed. This was 
based on binomial significance at the p < 0.05 level (Skellam 1948). A run consisted 
of presentation of all possible electrode pairs presented either five or ten times, the 
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duration of the test varied depending on accuracy of response and number of elec-
trodes activated, but was typically 25 min long for the best performers with a full 
electrode array but up to 50 min for poorer performers. For the STAR delivery the 
stimuli were presented at 65 dBA and the NIC presentation was at 85 % of the upper 
comfort level (C level). Level roving was applied to each presentation and this was 
+/− 3 dB for STAR and +/− 3 clinical units (CU) for NIC.
The responses from the STAR and the NIC test were highly correlated ( rho = 0.82, 
N = 13, p = 0.001) so the results from both tests were combined to create a composite 
score for each electrode by adding up the passes and fails across both tests thus in-
creasing the calculation power. After determination of the “indiscriminable” electrode 
set, a “discriminable” electrode set of the same size was selected, using electrodes that 
were as near as possible to the indiscriminable set and had not failed on either task.
Fitting Procedure for De-activation
Each electrode in the entire A/B set was deactivated. The overall level of the experi-
mental map was checked and if necessary all C levels adjusted to be approximately 
equally loud to the optimised clinical map. All other fitting parameters remained at 
the default settings (900 pulses-per-second, 25 µs pulse width, eight maxima and 
MP1 + 2 stimulation mode).
3  Results
Non-parametric statistics (Wilcoxon) were used due to the small number of par-
ticipants ( N = 13) and the CCRM and SMRT data exceeded acceptable limits for 
skewness and kurtosis. Each mapping condition was tested on two occasions and 
the highest score was used in the analysis.
Fig. 1 shows group results, comparing the optimised clinical map to the “indis-
criminable” and “discriminable” deactivation conditions.
For CAPT, CCRM in speech-shaped noise and babble there were no significant 
differences between any of the mapping options at the p < 0.05 level. However, the 
SMRT was significantly poorer for the indiscriminable electrodes deactivated than the 
clinical map ( z = − 2.9, p = 0.004) and also significantly poorer when the discriminable 
electrodes were de-activated ( z = − 2.62, p = 0.009). There was no significant differ-
ence between the de-activation of the indiscriminable or discriminable electrodes.
4  Discussion
Results indicated that there was no measurable benefit for deactivating channels based 
on pitch ranking for ACE users. Effects were negligible regardless of whether the 
deactivated channels were indiscriminable or discriminable based on pitch  ranking. 
Care was taken to balance the design and ensure that all maps were used for sufficient 
time to obtain benefit. Prior to experimental map adjustments, clinical maps were op-
timised and each participant given an acclimatisation period prior to starting the study.
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There was a range in the number of channels selected for deactivation (1–6; me-
dian = four channels), which, when combined with the electrodes already switched 
off, resulted in a de-activation range of 1–10 (median = six channels). For an n-of-m 
strategy this number of deactivated electrodes may have been too small to demon-
strate differences in performance; the selection of channels to deactivate was based 
purely on electrodes that were indiscriminable from one another in pitch ranking 
and for many users the number of indiscriminable electrode pairs was low so only 
small numbers were deactivated.
The only statistically significant finding indicated that spectral resolution was 
poorer when electrodes were de-activated. When the channels were de-activated the 
rate of stimulation never changed, however the default filter allocation was used, 
which may have affected the spectral information (Henshall and McKay 2001). For 
the deactivation of discriminable channels, the selected channels were as near in site 
to the deactivated indiscriminable channels in an attempt to avoid dramatic differ-
ences between the two conditions for filter allocations. However, for many people 
the changes to the frequency-to-electrode allocation would have been large when 
compared to the clinical map.
There should be further exploration of the fitting parameter space for users of 
n-of-m strategies. The limits or extent of effective use for channel de-activation 
should be determined and predictive factors to aid the fitting process defined. It is 
a b
dc
Fig. 1  Boxplots for group results for CAPT d’ (panel a), SMRT ripples per octave (panel b), 
CCRM in speech-shaped noise (panel c), CCRM in babble (panel d). Boxes represent inter-quartile 
range, the line in the box shows the median and the whiskers indicate range and asterisks and 
circles show outliers
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also essential to determine the most critical factors to modify for those with poorer 
performance levels.
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